Percutaneous treatment of periprosthetic mitral valve leaks: is it just a futile exercise?
We report the percutaneous exclusion of a mitral peri-prosthetic valvular leak performed with the Amplatzer vascular plug. Device dislodgement occurred a few days later and surgical repair was ultimately required.